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In this data article, we evaluated the daily ﬂuoride contents in 20
household desalinators working by reverse osmosis (RO)1 process in
Bushehr, Iran. The concentration levels of ﬂuoride in inlet and outlet
waters were determined by the standard SPADNS method using a
spectrophotometer (M501 Single Beam Scanning UV/VIS, UK). The
ﬂuoride content in outlet waters were compared with EPA and WHO
guidelines for drinking water.
& 2016 The Authors. Published by Elsevier Inc. This is an open access
article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).Speciﬁcations Tableubject area Chemistry
ore speciﬁc
subject areaDaily ﬂuoride intakevier Inc. This is an open access article under the CC BY license
ne Biotechnology Research Center, Boostan 19 Alley, Imam Khomeini Street,
Dobaradaran).
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ed on 2 liters daily drTable
ow data was
acquiredSpectrophotometer (M501 Single Beam Scanning UV/VIS, UK)ata format Raw, analyzed
xperimental
factorsAll water samples in plastic bottles were stored in a dark place at room tem-
perature in their plastic containers until the ﬂuoride analysis.xperimental
featuresEvaluate the ﬂuoride content in inlet and outlet water of household desalinators
working by RO processata source
locationBushehr, Iranata accessibility Data is with this article.Value of the data
 Data can be used as a base-line data for the ﬂuoride content in drinking water prepared by
household desalinators.
 Data shown here will be informative in computing ﬂuoride daily intake by drinking water as well
as food consumption.
 Data shown here can be useful for health policy makers by assigning prevention measures against
adverse health effects of ﬂuoride with considering ﬂuoride intake by different sources.ls of ﬂuoride (mg/l) in inlet and outlet waters, removal percentage of ﬂuoride by household
with EPA and WHO guidelines for drinking water, and daily ﬂuoride intakes.
Inlet Outlet Removal rate (%) Daily intake (mg/day)
0.61 0.41 32.8 0.82
0.45 0 100 0
0.63 0.31 50.8 0.62
0.49 0 100 0
0.51 0.07 86.3 0.14
0.50 0.06 88 0.12
0.60 0.08 86.7 0.16
0.47 0.42 10.7 0.84
0.51 0.16 68.6 0.32
0.45 0 100 0
0.39 0.44 11.37 0.88
0.38 0 100 0
0.47 0.48 2.1 0.96
0.53 0.41 22.7 0.82
0.45 0 100 0
0.57 0.31 45.6 0.62
0.37 0.34 8.1 0.68
0.33 0.03 90.1 0.06
0.32 0.03 90.6 0.06
0.33 0.07 78.8 0.14
0.32 0 2.1 0
0.63 0.48 100 0.96
0.47 0.18 63.7 0.36
0.092 0.178 36.6 0.37
– 2 – –
– 1.5 – –
inking water consumption and concentration levels of ﬂuoride in outlet waters.
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In the data, as shown in Table 1, the mean concentration levels of ﬂuoride in inlet and outlet
waters were 0.47 and 0.18 with a range of 0.32–0.63 and 0–0.47 mg/l respectively. The mean removal
percent of ﬂuoride by household desalinators was 63.7 with a range of 2.1–100%. As seen in Table 1, it
shows that the mean value daily intakes of ﬂuoride based on 2 liters daily drinking water con-
sumption [1] reached 0.36 mg/day with a range of 0–0.96 mg/day.2. Experimental design, materials and methods
This cross-sectional descriptive study was carried out using random sampling (In different areas of
Bushehr). Samples were taken from inlet and outlet waters of household desalinators working by RO
process between February and March 2016. A total number of 40 samples (Inlet and outlet waters)
were taken from 20 household desalinators and analyzed for ﬂuoride contents. For sampling, we used
plastic containers. All bottles were stored in a dark place at room temperature until the ﬂuoride
analysis was made by the standard SPADNS method [2–15] using a Spectrophotometer (M501 Single
Beam Scanning UV/VIS, UK. The ﬂuoride amounts of inlet and outlet waters were compared with EPA
andWHO guidelines for drinking water. Finally daily ﬂuoride intakes were calculated based on 2 liters
daily drinking water consumption and concentration levels of ﬂuoride in outlet waters.Acknowledgements
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